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it is combined. We recommend that 
you perform dispersion using SAE 2001– 
01–3536 (incorporated by reference in 
§ 1065.1010) as a guide. 

(v) Repeat this verification after op-
timizing your systems to ensure that 
you dispersed signals correctly. If after 
repeated attempts at dispersing signals 
your system still fails this verification, 
you may use the continuous analyzer 
system if the deficiency does not ad-
versely affect your ability to show 
compliance with the applicable stand-
ards. 

(2) Time alignment evaluation. (i) After 
all signals are adjusted to meet the 
uniform response evaluation, deter-
mine the second at which—or the two 
seconds between which—each analyzer 
crossed the midpoint of its response, 
t50. 

(ii) Verify that all combined gas ana-
lyzer signals are time-aligned such 
that all of their t50 times occurred at 
the same second or between the same 
two seconds in the recorded data. 

(iii) If your system fails to meet this 
criterion, you may change the time 
alignment of your system and retest 
the system completely. If after chang-
ing the time alignment of your system, 
some of the t50 times still are not 
aligned, take corrective action by dis-
persing analyzer signals that have the 
shortest rise and fall times. 

(iv) If some t50 times are still not 
aligned after repeated attempts at dis-
persion and time alignment, you may 
use the continuous analyzer system if 
the deficiency does not adversely affect 
your ability to show compliance with 
the applicable standards. 

MEASUREMENT OF ENGINE PARAMETERS 
AND AMBIENT CONDITIONS 

§ 1065.310 Torque calibration. 

(a) Scope and frequency. Calibrate all 
torque-measurement systems including 
dynamometer torque measurement 
transducers and systems upon initial 
installation and after major mainte-
nance. Use good engineering judgment 
to repeat the calibration. Follow the 
torque transducer manufacturer’s in-
structions for linearizing your torque 
sensor’s output. We recommend that 
you calibrate the torque-measurement 

system with a reference force and a 
lever arm. 

(b) Recommended procedure. (1) Ref-
erence force quantification. Use either a 
set of dead-weights or a reference 
meter such as strain gage or a proving 
ring to quantify the reference force, 
NIST-traceable within ±0.5% uncer-
tainty. 

(2) Lever-arm length quantification. 
Quantify the lever arm length, NIST- 
traceable within ±0.5% uncertainty. 
The lever arm’s length must be meas-
ured from the centerline of the dyna-
mometer to the point at which the ref-
erence force is measured. The lever 
arm must be perpendicular to gravity 
(i.e., horizontal), and it must be per-
pendicular to the dynamometer’s rota-
tional axis. Balance the lever arm’s 
torque or quantify its net hanging 
torque, NIST-traceable within ±1% un-
certainty, and account for it as part of 
the reference torque. 

(c) Dead-weight calibration. This tech-
nique applies a known force by hanging 
known weights at a known distance 
along a lever arm. Make sure the 
weights’ lever arm is perpendicular to 
gravity (i.e., horizontal) and perpen-
dicular to the dynamometer’s rota-
tional axis. Apply at least six calibra-
tion-weight combinations for each ap-
plicable torque-measuring range, spac-
ing the weight quantities about equally 
over the range. Oscillate or rotate the 
dynamometer during calibration to re-
duce frictional static hysteresis. Deter-
mine each weight’s force by multi-
plying its NIST-traceable mass by the 
local acceleration of Earth’s gravity 
(using this equation: force = mass · ac-
celeration). The local acceleration of 
gravity, ag, at your latitude, longitude, 
and elevation may be determined by 
entering position and elevation data 
into the U.S. National Oceanographic 
and Atmospheric Administration’s sur-
face gravity prediction Web site at 
http://www.ngs.noaa.gov/cgi-bin/ 
gravlpdx.prl. If this Web site is un-
available, you may use the equation in 
§ 1065.630, which returns the local accel-
eration of gravity based on a given 
latitude. In this case, calculate the ref-
erence torque as the weights’ reference 
force multiplied by the lever arm ref-
erence length (using this equation: 
torque = force · lever arm length). 
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(d) Strain gage or proving ring calibra-
tion. This technique applies force ei-
ther by hanging weights on a lever arm 
(these weights and their lever arm 
length are not used) or by operating 
the dynamometer at different torques. 
Apply at least six force combinations 
for each applicable torque-measuring 
range, spacing the force quantities 
about equally over the range. Oscillate 
or rotate the dynamometer during cali-
bration to reduce frictional static 
hysteresis. In this case, the reference 
torque is determined by multiplying 
the reference meter force output by its 
effective lever-arm length, which you 
measure from the point where the force 
measurement is made to the 
dynamometer’s rotational axis. Make 
sure you measure this length perpen-
dicular to gravity (i.e., horizontal) and 
perpendicular to the dynamometer’s 
rotational axis. 

§ 1065.315 Pressure, temperature, and 
dewpoint calibration. 

(a) Calibrate instruments for meas-
uring pressure, temperature, and dew-
point upon initial installation. Follow 
the instrument manufacturer’s instruc-
tions and use good engineering judg-
ment to repeat the calibration, as fol-
lows: 

(1) Pressure. We recommend tempera-
ture-compensated, digital-pneumatic, 
or deadweight pressure calibrators, 
with data-logging capabilities to mini-
mize transcription errors. We rec-
ommend using calibration reference 
quantities that are NIST-traceable 
within 0.5% uncertainty. 

(2) Temperature. We recommend dig-
ital dry-block or stirred-liquid tem-
perature calibrators, with datalogging 
capabilities to minimize transcription 
errors. We recommend using calibra-
tion reference quantities that are 
NIST-traceable within 0.5% uncer-
tainty. 

(3) Dewpoint. We recommend a min-
imum of three different temperature- 
equilibrated and temperature-mon-
itored calibration salt solutions in con-
tainers that seal completely around 
the dewpoint sensor. We recommend 
using calibration reference quantities 
that are NIST-traceable within 0.5% 
uncertainty. 

(b) You may remove system compo-
nents for off-site calibration. We rec-
ommend specifying calibration ref-
erence quantities that are NIST-trace-
able within 0.5% uncertainty. 

FLOW-RELATED MEASUREMENTS 

§ 1065.320 Fuel-flow calibration. 
(a) Calibrate fuel-flow meters upon 

initial installation. Follow the instru-
ment manufacturer’s instructions and 
use good engineering judgment to re-
peat the calibration. 

(b) You may also develop a procedure 
based on a chemical balance of carbon 
or oxygen in engine exhaust. 

(c) You may remove system compo-
nents for off-site calibration. When in-
stalling a flow meter with an off-site 
calibration, we recommend that you 
consider the effects of the tubing con-
figuration upstream and downstream of 
the flow meter. We recommend speci-
fying calibration reference quantities 
that are NIST-traceable within 0.5% 
uncertainty. 

§ 1065.325 Intake-flow calibration. 
(a) Calibrate intake-air flow meters 

upon initial installation. Follow the in-
strument manufacturer’s instructions 
and use good engineering judgment to 
repeat the calibration. We recommend 
using a calibration subsonic venturi, 
ultrasonic flow meter or laminar flow 
element. We recommend using calibra-
tion reference quantities that are 
NIST-traceable within 0.5% uncer-
tainty. 

(b) You may remove system compo-
nents for off-site calibration. When in-
stalling a flow meter with an off-site 
calibration, we recommend that you 
consider the effects of the tubing con-
figuration upstream and downstream of 
the flow meter. We recommend speci-
fying calibration reference quantities 
that are NIST-traceable within 0.5% 
uncertainty. 

(c) If you use a subsonic venturi or 
ultrasonic flow meter for intake flow 
measurement, we recommend that you 
calibrate it as described in § 1065.340. 

§ 1065.330 Exhaust-flow calibration. 
(a) Calibrate exhaust-flow meters 

upon initial installation. Follow the in-
strument manufacturer’s instructions 
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